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Traditional 510(k}

Amigo® Insulin Pump

Insulin pump
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I

80 (General hospital and personal use devices)
802G

21 CFR § 880.5725

Nipro Diabetes Systems, Inc. #1066380
Animas IR1250 Insulin Infusion Pump K042873
Nipro Amigo® Insulin Pump K050312

Smiths Medical Deltec Cozmo® Insulin Pump
K062323
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DEVICE DESCRIPTION

The proposed Amigo® Insulin Pump is a small, lightweight, battery-operated
programmable insulin infusion pump. The pump houses a replaceable single-use
insulin syringe containing up to 300 units (3mL}) of U-100 insulin.

Programming is accomplished via a keypad and LCD display. A microcomputer
controls the rotation of a stepper-motor which is connected to a gear reduction
assembly. The output of the reduction assembly turns a lead-screw which
moves a linear piston. The piston mechanically engages the plunger of the
insulin syringe, and the programmed amount of insulin is dispensed through an
external seal and luer lock connector to an infusion set.

Various hardware and software systems monitor the pump’s operation and
provide a method of control and monitor function to keep the pump within safe
parameters. A hierarchy of alarms based on IEC 60601-1-8 criteria and priorities
notifies the user to possible error conditions. Notifications are via visual, audible,
and vibration means through the use of the LCD backlight, the audio speaker,
and a vibrator motor, respectively. If the alarm priority warrants, the system is
put into a safe state with infusion stopped.

Power is provided by a user-replaceable primary battery (CR2), allowing for a
minimum of 22 days of typical usage. An internai, rechargeable backup battery
is used for primary battery end-of-life alarms and for operating redundancy.

Provision is made for an infrared communications port, which is accessible only
to Nipro for manufacturing use.

INTENDED USE

The Amigo® Insulin Pump is intended for the subcutaneous infusion of insulin.

COMPARISON WITH THE PREDICATE DEVICE

The following table compares the Amigo® Insulin Pump with its predicate
devices, the Animas IR1250 Insulin Infusion Pump, the Nipro Amigo® Insulin
Pump, and the Smiths Medical Deltec Cozmo® Insulin Pump.

Areas of minor difference are shaded, with discussion on the difference(s)
immediately to the right.
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NON-CLINICAL PERFORMANCE DATA

The Amigo® Insulin Pump was tested for electrical safety and infusion pump
performance and safety according to:

+ |EC 60601-1 (1988). Medical electrical equipment - Part 1: General
requirements for safety, including Amendment 1 (1991) and Amendment 2

(1995)

o |EC 60601-2-24:1998 - Medical Electrical Equipment - Part 2-24;
Particular Requirements For The Safety Of Infusion Pumps And
Controllers

The Amigo® [nsulin Pump was tested for electromagnetic compatibility according
to:

« |EC 60601-1- 2 Medical Electrical Equipment -- Part 1: General
Requirements for Safety; Electromagnetic Compatibility -- Requirements
and Tests (Second Edition, 2001).

The Amigo® Insulin Pump also meets:

o |EC 60601-1-4:2000 - Medical Electrical Equipment - Part 1-4; General
Requirements For Safety - Collateral Standard: Programmable Electrical

Medical Systems.
e |SO 14971:2000 - Medical devices - Application of risk management to

medical devices.

The Amigo Insulin Pump has passed the above testing regimens, including
specific testing for flow rates, accuracy, occlusion detection, water ingress, and

alarms.
SUBSTANTIAL EQUIVALENCE

A review of the above chart shows that the Amigo® insulin Pump compares
similarly with the predicate devices in all features, with minor differences, as
noted, not clinically significant.

¢ The devices have similar intended uses, use the same insulin type and
infusion set, and share similar operating and technological principles.

¢ All devices have similar physical properties and offer similar software
features of bolus and basal combinations and rates.

» All devices have nearly identical environmental specifications.

02-0013



ko?/6/2 g st /)

The above-referenced performance testing data supports the claims of
substantial equivalence, that the Amigo® Insulin pump is as safe, as effective,
and performs as well, or better, than the predicate devices.

02-0014



DEPARTMENT OF HEALTH & HUMAN SERVICES Public Health Service

Food and Drug Administration
8200 Corporate Boulevard
Rockville MD 20850

DEC 1 4 2007
Mr. Harry Russell
Director of Quality and Regulatory Affairs
Nipro Diabetes Systems, Incorporated

3361 Enterprise Way
Miramar, Florida 33025

Re: KO71613
Trade/Device Name: The Amigo® Insulin Pump
Regulation Number: 21 CFR 880.5725
Regulation Name: Infusion Pump
Regulatory Class: 1I
Product Code: LZG
Dated: November 8, 2007
Received: December 3, 2007

Dear Mr. Russell:

We have reviewed your Section 510(k) premarket notification of intent to market the device
referenced above and have determined the device is substantially equivalent (for the
indications for use stated in the enclosure) to legally marketed predicate devices marketed in
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device
Amendments, or to devices that have been reclassified in accordance with the provisions of
the Federal Food, Drug. and Cosmetic Act (Act) that do not require approval of a premarket
approval application (PMA). You may, therefore, market the device, subject to the general
controls provisions of the Act. The general controls provisions of the Act include
requirements for annual registration, listing of devices, good manufacturing practice,
labeling, and prohibitions against misbranding and adulteration.

If your device is classified (see above) into either class If (Special Controls) or class I1I
(PMA), it may be subject to such additional controls, Existing major regulations affecting
your device can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In
addition, FDA may publish further announcements concerning your device in the Federal

Register.

Plecase be advised that FDA’s issuance of a substantial equivalence determination does not
mean that FDA has made a determination that your device complies with other requirements



Page 2 — Mr. Russell

Please be advised that FDA’s issuance of a substantial equivalence determination does not
mean that FDA has made a determination that your device complies with other requirements
of the Act or any FFederal statutes and regulations administered by other Federal agencies.
You must comply with all the Act’s requirements, including, but not limited to: registration
and listing (21 CFR Part 807); labeling (21 CI'R Part 801); good manufacturing practice
requirements as set forth in the quality systems (QS) regulation (21 CFR Part 820); and 1f
applicable, the electronic product radiation control provisions (Sections 531-542 of the Act);
21 CFR 1000-1050.

This letter will allow you to begin marketing your device as described in your Section 510(k)
premarket notification. The FDA finding of substantial equivalence of your device to a
legally marketed predicate device results in a classification for your device and thus, permits
your device to proceed {o the market.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801),
please contact the Office of Compliance at (240) 276-0115. Also, please note the regulation
entitled, “Misbranding by reference to premarket notification” (21CEFR Part 807.97). You
may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toli-free
number (800) 638-2041 or (301) 443-6597 or at its Internet address
http://www.fda.gov/edrh/industry/support/index.html.

Sincerely yours,

(AonTign, L9, Snr 8o

Chiu Lin, Ph.D.

Director

Division of Anesthesiology, General Hospital,
Infection Control and Dental Devices

Office of Device Evaluation

Center for Devices and
Radiological Health

Enclosure



Indications for Use

510(k) Number (if known): KO71613
Device Name: Amigo® Insulin Pump

Indications for Use:

The Amigo® Insulin Pump is intended for the subcutaneous infusion of insulin.

Prescription Use _ X AND/OR Over-The-Counter Use

(Part21 CFR 801 Subpart D) (21 CFR 807 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF
NEEDED)

Concurrence of CORH, Office of Device Evaluation (ODE)

N i~
(Division Sign-Cff) Page Tt
Division of Anesthesiology, General Hospital
"afection Control, Dental Devices

10(K) Number: _ K97/(/3 02-0002




